An improved computer model for 60cobalt dose distributions.
A previously developed model for the calculation of 60Co isodose contours exhibits poor fit to experimental data at certain points. Methods for improving the fit at these points are described. The model contains few parameters, and may be useful for treatment planning in cases for which data are not available.